yield this behavior. Previous work on 
mean-square error characterization 
for ML estimators has predominantly 
focused on additive Gaussian noise. 


This work demonstrates that the dis- 
crete nature of the Poisson noise 
process leads to a distinctly different 
error behavior. 


T his work was doneby Baris I . Erkmen and 
Bruce E. M oision of Caltech for NASA's Jet 
Propuision Laboratory. For more information, 
contact iaoffice@jpl.nasa.gov. NPO-46857 


® H andheld White Light Interferometer for Measuring Defect 
Depth in Windows 

The device replaces a refocus microscope for quantification of defects such as 
scratches and impacts. 

John F. Kennedy Space Center, Florida 


Accurate quantification of defects 
(scratches and impacts) isvital to the cer- 
tification of flight hardware and other 
critical components. The amount of dam- 
age to a particular component con- 
tributes to the performance, reliability, 
and safetyof a system, which ultimately af- 
fects the successor failure of a mission or 
test. The launch-commit criteria on a 
Space Shuttle Orbiter window are gov- 
erned by the depth of the defects that are 
identified by a visual inspection. This 
measurement of a defect is not easy to ob- 
tain given the environment, size of the 
defect, and location of the window(s). 
The determination of depth has typically 
been performed by taking a mold impres- 
sion and measuring the impression with 
an optical profiling instrument. Another 
method of obtaining an estimate of the 
depth is by using a refocus microscope. 
To use a refocus microscope, the surface 
of the glass and bottom of the defect are, 
in turn, brought into focus by the opera- 
tor. The amount of movement between 
the two points corresponds to the depth 
of the defect. The refocus microscope re- 
quires a skilled operator and has been 
proven to be unreliable when used on 
0 rbiter windows. White light interferom- 
etry was chosen as a candidate to replace 
the refocus microscope. 

The White Light Interferometer (WLI) 
was developed to replace the refocus mi- 
croscope as the instrument used for meas- 
uring the depth of defects in Orbiter win- 


dows The WLI consists of a broadband il- 
lumination source, interferometer, detec- 
tor, motion control, displacement sensor, 
mechanical housing, and support elec- 
tronics. The illumination source for the 
WLI is typically a visible light emitting 
diode(LED) or a near-infrared superlumi- 
nescent diode (SLD) with power levels of 
less than a milliwatt. The interferometer is 
a Michelson configuration consisting of a 
1-in. (2.5-cm) cube beam splitter, a 0.5-in. 
( 1.3-cm) optical window as a movable leg 
(used to closelymatch the return intensity 
of the fixed leg from the window), and a 
mirrored prism to fold the optics into the 
mechanical housing. The detector maybe 
one of many C-mount CCD (charge-cou- 
pled device) cameras. Motion is provided 
by a commercial nanostepping motor 
with a serial interface. The displacement 
sensor is a custom device specifically de- 
signed for this application. The mechani- 
cal housing and support electronics were 
designed to integrate the various compo- 
nents into an instrument that could be 
physically handled by a technician and 
easilytran sported. 

The WLI is placed over a defect using 
the video image from the camera. The 
electronic control is used to reposition 
the movable mirror. I nterference fringes 
at the surface of the glass are imaged 
onto the camera (surface position), the 
mirror is then moved, and interference 
fringes are formed at various defect 
site(s). The position of each defect site 


can be read from the controller's LCD 
(liquid crystal display). The difference 
in these positions from the surface de- 
term i n es th e d epth of th e d efect( s) . 

The device contains an interferome- 
ter, and alignment of the opticsiscritical 
to the operation of the instrument. 
Maintenance would consist of the 
proper alignment of the optics and cali- 
bration of the position. The measure- 
ment resolution for the instrument was 
expected to be better than 0.0001 in. 
(2.5 pm.); the unit has exhibited a reso- 
lution on the order of 2 pin. (0.05 pm) . 
This capability is more than adequate 
for this application, but could be ex- 
tended with different optics. 

While in operation, the WLI displays 
a continually updated depth measure- 
ment on the integrated LCD. The LCD 
shows displacement information in mi- 
crons and inches, provides scan speed 
and direction, mode information, and 
prompts the operator. Both manual 
and automatic scans are supported by 
the electronics; the information is also 
available from a serial data port. The 
WLI's use of a video camera allows sev- 
eral people to observe and comment on 
the defect; consulting/ collaboration 
while using the refocus microscope was 
not possible. 

T his work was doneby R obert Youngquist, 
Stephen Simmons, and Robert Cox of Kennedy 
Space Center. Further information is con- 
tained in a TSP (seepage 1). KSC-13417 
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